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The arrangement of the proportional coils may be i.oou: i,ocx.) for large resistances, and to : 10 for small resistances. In using1 the Wheatstone bridge in testing cables or in measuring the resistance of an electro-magnet, or a coil, to avoid delay caused by the deflection of the needle before the current becomes steady, it is best; to send a current through the four arms of the bridge (x, S, R, ,r) before it is allowed to pass through the galvanometer. This is accom-
Bddga Key and Connections.
plished by means of the bridge key, shown in Fig. 43 5, to. gather with its connections.
This is in reality nothing more than a double key arranged to control the two parts of the circuit independently, the upper key being arranged so that after It is closed it may be still farther depressed to close the lower one, the two keys being separated by an insulating button.
The binding posts, a 6, of the upper key are inserted in the wire which includes the battery, while the binding posts,
